[Routine examinations for the evaluation of thrombotic risk].
The objective of our research was to align to the PAT Breddin system other routine analysis. With this procedure we intend to have, further indications on eventual pre-thrombotic situations. We have passed through examination 85 subjects: 30 as negative subjects, 55 as potential positive pre-thrombotic. The 85 subjects were passed through the PAT Breddin analysis system and the biological research of the antithrombin III, the antiplasmin and the dissolution of the coagulum. The result was satisfactory, in order to allow us to verify that utilising more research parameters we will have a more complete picture of the individual thrombosis tendency.